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1. Introduction

Metallurgical industry is the resource and energy inten-
sive industries. There are several classifications of metal-
lurgical industry to different purpose. The iron and steel are 
the important raw materials of industrial production, such as 
transportation, infrastructure, power plants and so on. The 
development of metallurgical techniques is very essential 
for iron and steel manufacturing processes. Meanwhile, the 
reasonable production processes and equipment parameters 
are beneficial to quality assurance of the products, as well 
as energy saving and environmental protection, to improve 
the efficiency of entire production processes. Therefore, the 
real-time analysis and monitoring of iron and steel manu-
facturing processes are very significant.1)

Various measurement approaches, such as biological 
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methods, chemical methods, optical methods, etc., have 
been developed for contents measurement, temperature 
measurement, inspection and so on according to various 
applications.2–4) X-ray absorption fine structures (XAFS) 
yielded by X-ray fluorescence (XRF) is a useful tool to 
clarify the chemical states and the local structures of spe-
cific elements in steel. The quantitatively of the XRF-yield 
XAFS for trace elements in steel was investigated with ppm 
range to analysis the chemical state and local crystal struc-
ture.5) Atomic spectrometry is sensitive for metal and semi-
metal elements. The chromatographic separation procedure 
was studied for the on-line and off-line modes of inductive 
coupled plasma-atomic emission spectroscopy (ICP-AES) 
and inductive coupled plasma-mass spectrometry (ICP-MS) 
analyses of high-purity iron and low alloyed steels.6) The 
atomic spectrometry with the electrothermal vaporisation 
(ETV) can determine not only metal elements but also non-
metal elements at low concentrations. The tungsten boat fur-
nace (TBF) ICP-MS and TBF-ICP-AES was investigated to 
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determine the volatile boric acid and total boron according 
to different vaporisation properties of boron compounds.7) 
Due to the detection limit level and complex sample prepa-
ration procedures, these methods present certain restrictions 
for the real-time monitoring of iron and steel manufacturing 
processes. Laser-induced breakdown spectroscopy (LIBS) 
as an analytical detection technique based on atomic emis-
sion spectroscopy has attracted a great attention in various 
industries because of the non-contact, fast response and 
multi-dimensional features as the qualitative and quanti-
tative analytical detection technique.8–13) LIBS has been 
widely applied in the metallurgy field to demonstrate the 
practicability for process analysis and control factors moni-
toring.14,15) During the iron and steel manufacturing pro-
cesses, there are various types of materials including solid 
phase, liquid phase and gas phase, such as raw materials, 
smelting processes, products and slags, heavy metals in flue 
gas. LIBS can be applied throughout the whole processes 
due to the features of LIBS technique.

The environment near the production line usually is much 
worse than that in laboratory due to its high temperature, 
smoke dust and vibration conditions. In order to realize the 
online measurement and protect optical probes, the devel-
oped LIBS technique presented its potential for the remote 
and online analysis. The optical fiber cable was employed to 
transmit the plasma emission signals.16,17) The double-pulse 
LIBS with a Cassegrain telescope was developed to moni-
tor the liquid steel contents.18) There are various researches 
demonstrated the feasibility of a remote open-path LIBS sys-
tem for practical applications.19–22) However, the improve-
ment approaches of measurement accuracy for remote LIBS 
should also be extensively studied. One of the improvement 
approaches is the autofocus for LIBS, especially for remote 
measurement system. The laser beam focus of LIBS is one 
of the most important factors when applying LIBS for the 
iron and steel manufacturing processes with the change of 
target profile. 3D profile information of target is necessary 
to locate the focused laser beam. Therefore, 3D profile 
measurement technique becomes one of the possible solu-
tions for LIBS practical applications. The non-contact laser 
assisted measurement system equipment is the dominant 
tool used for engineering measurement applications with the 
features of high measuring speed, lack of contact force and 

no probe radius compensation calculation, etc.23–27)

If a 3D profile measurement system can be integrated 
with a LIBS, the measured 3D profile information of the 
target can be used for the real-time positioning of a focused 
laser beam in a LIBS system. According to the 3D profile 
measurement results, the control system can automatically 
adjust the laser, focus point and irradiation position for 
LIBS measurement. The measurement results of LIBS can 
be an indicator for the control of iron and steel manufactur-
ing processes. Figure 1 illustrates the schematic diagram 
of measurement control system for typical iron and steel 
manufacturing processes. In order to integrate and improve 
the performance of developed non-contact measurement 
system using advanced laser technologies for the application 
of several industries such as iron and steel manufacturing 
processes, this paper focuses on the measurement charac-
teristics of remote open-path LIBS measurement and 3D 
profile measurement. The innovative co-axial laser beam 
measurement system combining LIBS and 3D profile tech-
niques is also proposed in this study.

2. Theory

In LIBS processes, a laser beam is focused into a small 
area to produce hot plasma. The material contained in 
plasma is atomized and the light corresponding to a unique 
wavelength of each element is emitted from excited atoms 
in plasma. The measured elements can be qualitatively and 
quantitatively determined according to spectral wavelength 
and signal emission intensity. Despite the complex laser-
induced plasma processes, the emission intensity from the 
atomized species can be calculated by following equation 
with uniform plasma temperature assumption.10)
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Here, Ii is the emission intensity of species i. ni is the 
concentration of species i. Ki,j is a variable that includes the 
Einstein A coefficient from the upper energy level j. gi,j is 
the statistical weight of species i at the upper energy level j. 
Ei.j is the upper level energy of species i. k is the Boltzmann 
constant and T is the plasma temperature.

3D profile measurement technique was also employed in 

Fig. 1. Schematic diagram of measurement control system for typical iron and steel manufacturing processes. (Online 
version in color.)
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this study. 3D laser imaging processes can be briefly sum-
marized as follow. The laser beam focuses on the measured 
object. One or two CCD cameras are employed to acquire 
the line laser image on the object surface. 2D profile data 
can be calculated when extracting the line laser from image. 
By scanning the surface of measured object, 3D profile data 
are obtained.28)

3. Experiment

In order to integrate and improve the performance of non-
contact measurement system using advanced laser technolo-
gies for industrial applications, the developed measurement 
systems of LIBS and 3D profile measurement are presented 
respectively.

3.1. LIBS Experimental System
Figure 2 illustrates the experimental setup of the 

remote open-path LIBS configuration consisting of a laser, 
digital delay generator, optical fiber, spectrometer, ICCD 
(Intensified Charge Coupled Device) camera and auxiliary 
equipment. A Q-switched Nd:YAG laser (LOTIS TII, LS-
2134UTF, 5–8 ns, 10 Hz, beam diameter: 6 mm) operat-
ing at 1 064 nm was employed to induce plasma. A set of 
optical path adjustment system29) was employed to set the 
remote distances of 3.9 m and 1.2 m. The plasma emission 
signal was transmitted by the optical fiber and splitted by a 
spectrometer (SOL, NP-250-2M) with a holographic grating 
of 3 600 l/mm. An ICCD camera (Andor, iStar DH334T-
18U-03) was employed to detect the emission intensity of 
plasma. The spectra resolution was 0.0073 nm/pixel and the 
spectra range was 400 nm-408 nm. The delay time of ICCD 
was triggered by the Q-switched signal of laser through a 
digital delay generator (Stanford Research Systems, Model 
DG645). An accumulation of pulses was used to reduce the 
influence of pulse energy fluctuation. A repetition of 5 times 
was used to avoid the non-uniform effect of samples under 
each experimental condition. The measured sample was 
placed in a muffle furnace with a through-hole in the front 
door on the adjustable movement stage.

Different standard steel samples employed in the experi-
ments were provided by Zhengzhou Research Institution of 
Mechanical Engineering (ZRIME). The compositions were 
determined by various spectroscopy and chemical analysis 
methods for different elements, such as atomic absorption 

spectroscopy (AAS), inductively coupled plasma (ICP), 
potassium periodate spectrophotometric method, sodium 
arsenite - sodium nitrite volumetric method, and so on. The 
contents of manganese (Mn) element in different standard 
steel samples are listed in Table 1. Iron (Fe) contents listed 
in Table 1 were calculated by subtracting the provided other 

Fig. 2. Schematic diagram of remote open-path LIBS configuration.

Table 1. Manganese (Mn) and iron (Fe) contents of standard steel 
samples.

No. Sample
Content (%)

Mn Fe*

1 YSBS451073-13 0.032 99.742

2 YSBS37207-15 0.440 98.755

3 YSBS37209-15 0.472 98.479

4 YSBS37211-15 0.752 97.720

5 YSBS37212-15 0.778 97.575

6 YSBS37215-15 0.842 96.996

7 YSBS37217-15 0.957 96.348

8 YSBS37223-15 1.12 97.519

9 YSBS37218-15 1.23 97.423

10 YSBS37219-15 1.36 97.007

Symbol ‘*’ means the value was calculated by subtracting the 
provided other major elements.

Fig. 3. Schematic illustration of parallel laser beam fringes pro-
jection system.
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major elements.

3.2.  3D Profile Measurement System
In order to improve the performance of fringes projection 

in-situ non-contact 3D profile measurement to adjust the 
focus point according to different measured samples, a new 
parallel laser beam fringes projection system integrating 
with the heating furnace was designed as shown in Fig. 3. 
The experimental system consists of laser fringes projection 
system, heating furnace and PC based software. The green 
light laser projector (LBS-532 Pattern Projecting Laser, 
200 Hz, beam diameter: 4 mm) was employed as the light 
source, which was adjusted by a series of optics. Two CCD 
cameras (Image Source, DMK-23U618) with the resolu-
tion of 640×480 pixel were utilized to detect the profile 
signals. The laser fringes projection system was integrated 
in a portable box. The heated slag as the measured sample 
in furnace was about 1.2 m far from the dual-CCD camera 
system for remote measurement. The temperature of furnace 
was up to 1 000°C.

4. Results and Discussion

4.1.  Remote Open-path LIBS Measurement
In order to demonstrate the feasibility of this remote 

open-path LIBS system, different steel samples were mea-
sured at the focus point with the lens to target distance 
(LTD) of 3.9 m. Figure 4 shows the remote LIBS mea-
surement results at room temperature and focus point. The 
measured spectra of sample No. 10 with 1.36%Mn in LTD 
of 3.9 m are shown in Fig. 4(a). Several emission lines of 
Fe and Mn elements can be clearly distinguished from the 
measured spectra with the resolution of 0.0073 nm/pixel. 
The wavelength and its parameters of measured emission 
spectra listed elsewhere27) can be checked from the NIST 
(National Institute of Standards and Technology) database. 
This remote open-path LIBS measurement system was 
applicable for real-time elemental monitoring. Different 
steel samples were also measured using the remote LIBS 
system. The emission intensities of Mn I at 404.136 nm 
and Fe I at 400.524 nm were discussed in this study when 
considering Mn as the target element and Fe as the main 
element in steel samples. Figure 4(b) shows Mn/Fe concen-

tration ratio dependence of IMn-404.136 nm/IFe-400.524 nm, which 
presents the good linearity with R2=0.9782. It means that 
the credible results can be achieved using this remote LIBS 
measurement system.

4.2.  Analysis of Effect Factors  for Remote LIBS Mea-
surement

In the real-time measurement of iron and steel manu-
facturing processes, there are various effect factors for the 
accurately quantitative LIBS analysis. Therefore, several 
effect factors, such as sample temperature, LTD and sample 
angle, were discussed for LIBS measurement.

4.2.1. Sample Temperature Effect
The physical processes involved in the generation and 

evolution of plasma can be effected by the sample tempera-
ture, which reveals a significant influence on laser-induced 
plasma signal. Sample No.10 with 1.36%Mn was measured 
under different sample temperature conditions in LTD of 3.9 
m. Figure 5 shows the measured spectra at sample tempera-
ture of room, 300°C, 500°C, 700°C. The emission intensity 
increased when increasing the sample temperature. In the 
laser-induced plasma processes, the laser energy is first 
absorbed by sample for ablation and vaporization. Under 

Fig. 4. Remote LIBS measurement result of different steel samples at focus point. Conditions: sample: 10 samples; laser 
power: 80 mJ/p; delay time: 500 ns; gate width: 1 000 ns; accumulation: 100; focus length: 3.9 m. LTD =3.9 m. 
(a) Measurement spectra of sample No. 10. (b) Mn/Fe concentration ratio dependence of IMn/IFe at focus point.

Fig. 5. Sample temperature effect on the measurement results in 
LTD of 3.9 m. Conditions: sample: No. 10 (1.36%Mn); 
laser power: 80 mJ/p; delay time: 500 ns; gate width: 1 000 
ns; accumulation: 100; focus length: 3.9 m. (Online ver-
sion in color.)
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the same LIBS experimental conditions, when increasing 
the sample temperature, the laser energy for sample abla-
tion and vaporization becomes lower and more laser energy 
can be used for plasma evolution processes to enhance the 
plasma emission intensity. The ablation and vaporization 
of sample also increase causing the increase of plasma 
emission intensity. Consequently, the emission intensity of 
measured spectra at higher sample temperature is higher 
than that at lower sample temperature.

The delay time dependence of signal intensities and the 
LTD effect on signal intensities at different sample tem-
perature were studied and discussed to verify the sample 
temperature effect in detail.29) In order to improve the 
accuracy of quantitative analysis, the calibration curves 
were established at different sample temperature taking Mn 
in the steel samples as example. The linearity and slope of 
calibration curves varied at different temperature. These 
results demonstrated that LIBS quantitative analysis should 
consider the sample temperature influence. There are several 
other approaches to improve the accuracy of quantitative 
analysis, such as correction factor of sample temperature, 
improvement of plasma stability to reduce sample tempera-
ture effect.30,31)

4.2.2. Lens to Target Distance (LTD) Effect
Sample No. 10 with 1.36%Mn was measured in differ-

ent LTD that is distance from target to the focus lens to 
investigate the LTD influence at room temperature. Figure 
6 shows the measured spectra at different LTDs of 3.5 m, 
3.7 m, 3.9 m and 4.1 m. The emission lines of Fe and Mn 
were distinguished clearly from the measured spectra. The 
emission intensity in LTD of 3.9 m was the highest one, 
which was the focus length of 3.9 m. When increasing or 
decreasing LTD, the emission intensity decreased. At the 
focus point, the energy density of laser beam was highest. 
The results demonstrated the feasibility of remote open-
path LIBS system in wide LTD range. However, the signal 
became very weak when the deviation between LTD and 
focus length was larger.

The different remote distances were employed to clarify 
the LTD effect for remote LIBS measurement. When the 
focus length was 1.2 m, the LTD effect was also studied. 
Figure 7(a) shows the measured spectra in different LTDs 
of 0.8 m, 1.0 m, 1.2 m and 1.4 m. The emission intensity 

decreased when LTD was not the focus length. The LTD 
dependences of Fe I at 400.524 nm and Mn I at 404.136 
nm signal intensities were presented in Fig. 7(b). The 
signal intensities increased first and then decreased when 
increasing LTDs from 0.8 m to 1.5 m. The maximum signal 
intensities were obtained at the focus length, that is LTD 
of 1.2 m, due to the higher efficiency of laser ablation and 
vaporization for measured samples with the highest energy 
density of laser beam.

4.2.3. Sample Angle Effect
In the remote measurement, if the measured samples are 

tilted, the measured results can also be effected even if at 
the focus point. Sample No. 10 with 1.36%Mn was mea-
sured for different sample angles in LTD of 1.2 m at room 
temperature. The measured samples for LIBS here were the 
regular solid samples. The measured surface of sample was 
perpendicular to the laser beam direction. The measured 
sample was rotated based on this position of sample surface 
to discuss the sample angle effect. Figure 8(a) shows the 
measured spectra in different sample angles of 0°, 15°, 30° 
and 75°. When increasing the sample angle which means 
the sample surface was far away from the vertical direction 
of laser beam, the signal intensity decreased. The reason is 

Fig. 6. LTD effect on the measurement results of long focus 
length spectra at room temperature. Conditions: sample: 
No. 10 (1.36%Mn); laser power: 80 mJ/p; delay time: 500 
ns; gate width: 1 000 ns; accumulation: 100; focus length: 
3.9 m. (Online version in color.)

Fig. 7. LTD effect on the measurement results of short focus length spectra at room temperature. Conditions: sample: No. 
10 (1.36%Mn); laser power: 50 mJ/p; delay time: 6 000 ns; gate width: 1 000 ns; accumulation: 50; focus length: 
1.2 m. (a) Measured spectra in different LTD. (b) LTD dependence of signal intensity. (Online version in color.)
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Fig. 8. Sample angle effect on the measurement results in LTD of 1.2 m at room temperature. Conditions: sample: No. 
10 (1.36%Mn); laser power: 50 mJ/p; delay time: 7 000 ns; gate width: 1 000 ns; accumulation: 50; focus lens: 
1.2 m. (a) Measured spectra in different sample angle. (b) Sample angle dependence of signal intensity. (Online 
version in color.)

that the energy density of laser beam became lower at the 
measured point when the angle between the laser beam and 
sample surface increased. The sample angle dependences 
of Fe I at 400.524 nm and Mn I at 404.136 nm signal 
intensities were illustrated in Fig. 8(b). The signal intensi-
ties decreased when the sample angle increased. It can be 
seen from Fig. 8(b), If the sample angle increased over 45°, 
the signal intensity decreased obviously even if in LTD of 
1.2 m.

According to these measured results in different LTDs 
and sample angles, it demonstrated the robustness of remote 
open-path LIBS system on LTD and sample angle. How-
ever, in order to improve the detection ability of this remote 
open-path LIBS system, the correction is very necessary 

for online measurement. The LTD should be adjusted to 
the focus length at the highest energy density based on the 
actual distance.

4.3.  3D Profile Measurement Result
The remote LIBS system can be applied for the online 

measurement. According to the plasma generation condi-
tions, the laser focus is one of essential conditions to induce 
plasma, especially for the remote LIBS measurement. In 
order to adjust the focus point according to different mea-
sured samples for the improvement of quantitative analysis, 
3D laser profile measurement technique was employed in 
this study.

The 3D profile measurement system with remote distance 

Fig. 9. Reconstructed profile at room temperature. (a) Laser irradiation. (b) Linearization. (c) 3D reconstruction. (d) 
Measured height of sample. (Online version in color.)
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of 1.2 m was developed as shown in Fig. 3. In order to 
verify the system feasibility, one sample of regular semi-ball 
was employed to detect its half 3D profile. It demonstrated 
the feasibility for 3D profile and dimension information. 
After the verification of measurement system, the irregular 
slag sample was measured at different temperature using this 

experimental system. Figure 9 shows the image acquisition 
of slag sample at room temperature. 3D profile of measured 
slag was reconstructed using the fringes projection. The 
measured results were compared with that using coordinate 
measuring machine (Mitutoyo Crysta-APEZ C544) with 
the accuracy of 1.9 µm. The averaged relative error in three 

Fig. 10. Reconstructed profile at heated temperature. (a) 200°C. (b) 400°C. (c) 600°C. (d) 800°C. (Online version in color.)

Fig. 11. Proposed innovative co-axial laser beam measurement system of LIBS and 3D profile combination for iron and 
steel manufacturing processes. (Online version in color.)
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coordinate axes was within 2% to evaluate its stability and 
accuracy of 3D profile measurement system.

According to the above discussion of sample temperature 
effect, the LIBS signal was affected by the sample tempera-
ture. Therefore, the slag sample was also measured under 
heated temperature conditions for 3D profile measurement. 
Figure 10 illustrates the image acquisition at different 
temperature from 200°C to 800°C. The 3D profile was also 
influenced by sample temperature. The measured accuracy 
was evaluated when comparing the results at temperature of 
800°C to that at room temperature. The averaged relative 
error in three coordinate axes was within 10%. The results 
demonstrated the feasibility of this 3D profile measurement 
system and its relevant analysis method, even if at high 
temperature.

According to the above study, the laser beam focus of 
LIBS is one of the most important factors to be concerned 
for the LIBS application to industrial processes with the 
change of a target profile. 3D profile information of the 
object is required for the positioning of a focused laser 
beam. Therefore, the combination of LIBS and 3D profile 
measurement is proposed as an innovative co-axial laser 
beam measurement system with the autofocus feature, 
as presented in Fig. 11. The laser structured 3D profile 
measuring system will be applied to detect 3D profile of 
the movable 3D test object. The acquired profile informa-
tion will be collected by PC controller. According to the 
measured profile information of target, the focus point can 
be automatically and immediately adjusted by the movable 
focal lens to enhance the detection limit and reliability of 
measurements. This proposed autofocus LIBS system com-
bined LIBS and 3D profile measurement will promote LIBS 
online application.

5. Conclusions

The real-time elemental analysis and monitoring of iron 
and steel manufacturing processes are very important for 
the improvement of metallurgical techniques and quality of 
products. Laser-induced breakdown spectroscopy (LIBS) 
was employed for remote measurement. The remote open-
path LIBS measurement was verified using different steel 
samples. The measurement characteristics at the remote 
distances of 3.9 m and 1.2 m were discussed in this paper.

(1) The steel sample was measured at different sample 
temperature. The emission intensity increased when increas-
ing the sample temperature. Therefore, LIBS quantitative 
analysis should consider the sample temperature influence. 
The LTD effect and sample angle effect were also discussed 
under different conditions. When the actual conditions 
deviated from the designed values, the emission intensity 
decreased. The results demonstrated the robustness of 
remote open-path LIBS system. However, the correction 
is very necessary for online measurement to improve the 
detection ability of remote open-path LIBS system.

(2) The 3D profile measurement system was also 
employed to detect the profile information of slag sample 
at different sample temperature. 3D profile of measured 
slag was reconstructed using the fringes projection system. 
It demonstrated the feasibility of 3D profile of measured 

irregular sample, even if at different sample temperature.
According to the above discussion, an innovative co-axial 

laser beam measurement system combining LIBS and 3D 
profile techniques is proposed to automatically adjust the 
focus unit and measure the sample contents. The further 
study of this promising method will be developed to online 
application for real-time elemental analysis and monitoring 
of iron and steel manufacturing processes.
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