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Study Design: Prospective study.
Purpose: During fluoroscopically guided spinal procedure, the hands of spinal surgeons are placed close to the field of radiation and 
may be exposed to ionizing radiation. This study directly measured the radiation exposure to the hand of a spinal interventionalist 
during fluoroscopically guided procedures.
Overview of Literature: Fluoroscopically guided spinal procedures have been reported to be a cause for concern due to the radia-
tion exposure to which their operators are exposed.
Methods: This prospective study evaluated the radiation exposure of the hand of one spinal interventionalist during 52 consecutive 
fluoroscopic spinal procedures over a 3-month period. The interventionalist wore three real-time dosimeters secured to the right fore-
arm, under the lead apron over the chest, and outside the lead apron over the chest. Additionally, one radiophotoluminescence glass 
dosimeter was placed under the lead apron over the left chest and one ring radiophotoluminescence glass dosimeter was worn on 
the right thumb. The duration of exposure and radiation dose were measured for each procedure.
Results: The average radiation exposure dose per procedure was 14.9 μSv, 125.6 μSv, and 200.1 μSv, inside the lead apron over the 
chest, outside the lead apron over the chest, and on the right forearm, respectively. Over the 3-month period, the protected radiopho-
toluminescence glass dosimeter over the left chest recorded less than the minimum reportable dose, whereas the radiophotolumines-
cence glass ring dosimeter recorded 368 mSv for the thumb.
Conclusions: Our findings indicated that the cumulative radiation dose measured at the dominant hand may exceed the annual dose 
limit specified by the International Commission on Radiological Protection. Spinal interventionalists should take special care to limit 
the duration of fluoroscopy and radiation exposure.
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Introduction

Over time, fluoroscopy has been overused and abused. It 

is well known that radiation carries certain risks to those 
who are exposed. Long-term exposure to ionizing radia-
tion has been linked to numerous malignancies, genetic 
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and hematological aberrations, dermatological lesions, 
and cataracts [1-6]. Recent years have witnessed a growing 
awareness of the harmful effects of long-term exposure to 
low-dose irradiation. Mastrangelo et al. [7] reported a sig-
nificant increase in the incidence of tumors among ortho-
pedic surgeons over a 14-year period. Further, Chou et al. 
[8,9] confirmed that the prevalence of cancer and breast 
cancer among female orthopedic surgeons is 1.9-fold 
and 2.9-fold higher than that in the general U.S. female 
population, respectively. This elevated risk of cancer has 
been partly attributed to continuous exposure to ionizing 
radiation [10].

In general, orthopedic surgeons lack awareness regard-
ing radiation exposure and its health effects and are care-
less about taking the required protective measures. While 
performing fluoroscopic procedures, most orthopedic 
surgeons use a lead apron—which covers only the abdo-
men and genitals—for protection. However, the hands 
and fingers of orthopedic surgeons, which tend to be 
placed close to the procedure field, remain susceptible 
to direct exposure to ionizing radiation (Fig. 1). The sur-
geon’s hands may be at greater risk for radiation exposure 
than previously recognized [11-13]. Few studies have as-
sessed the radiation exposure of spinal interventionalists 
performing fluoroscopically guided procedures, such as 

myelography, selective nerve root block, and facet joint 
block.

In this study, we sought to directly measure the radia-
tion exposure of the hand and fingers of one spinal inter-
ventionalist during fluoroscopically guided procedures in 
a series of consecutive cases to determine whether the ex-
posure levels were within the dose limits set by the Inter-
national Commission on Radiological Protection (ICRP) 
[14]. In addition, we measured the effective whole-body 
dose of radiation that the spinal interventionalist is ex-
posed to during the abovementioned procedures and the 
effectiveness of the lead apron in preventing this exposure.

Materials and Methods

This study was a prospective investigation aimed at mea-
suring the amount of radiation a spinal interventionalist is 
exposed to during routine spinal procedures. We conduct-
ed a 3-month prospective study between August 1, 2012 
and October 31, 2012. One surgeon (K.Y., with 9 years of 
experience as a spine surgeon) was monitored during 52 
consecutive fluoroscopic spine procedures, which includ-
ed myelography, selective nerve root block, and facet joint 
block.

During each procedure, the spinal interventionalist 
wore the same thyroid lead collar and lead apron, which 
had a lead equivalence of 0.35 mm. During each proce-
dure, five radiation dosimeters were used. One real-time 
dosimeter (ALOKA, Tokyo, Japan) (Fig. 2A) was secured 
to each of the dominant right forearm (unprotected) (Fig. 
2B), inside the lead apron over the left chest (protected) 
(Fig. 2C), and outside the lead apron over the left chest 
(unprotected) (Fig. 2D). In addition, one radiophotolumi-
nescence glass dosimeter (ALOKA) (Fig. 3A) was placed 
inside the lead apron over the left chest (protected) to 
measure the effective whole-body radiation dose (Fig. 3B) 
and one ring radiophotoluminescence glass dosimeter 
was worn on the right thumb under the sterile surgical 
glove (unprotected) (Fig. 3C, D). At monthly intervals, the 
radiophotoluminescence glass dosimeters were forwarded 
to the supplier for quantitative analysis.

All procedures were performed using the same fluo-
roscopic device (FLUOREX Winscope6000, TOSHIBA, 
Tokyo, Japan) in the automatic mode. The machine was 
calibrated every 3 months. During all procedures, the 
spinal interventionalist stood on the left side of the X-ray 
table, and the X-ray beam source was placed over the X-

Fig. 1. The hand of the spinal interventionalist is directly 
exposed to ionizing radiation during right S1 nerve root block. 
Arrow shows the right thumb of the spinal interventionalist.
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ray table (Fig. 4).
The steps of the fluoroscopic procedure of myelography 

were as follows. The patient was placed in the left lateral 
decubitus position, and cutaneous anesthesia was in-

duced; lumbar puncture was then performed under asep-
tic conditions at the L2–3 or L3–4 level using a 22-gauge 
spinal needle. The lumbar needle was advanced through a 
midline approach under fluoroscopic guidance. Thereaf-

Fig. 3. One radiophotoluminescence glass dosimeter (A) was placed 
inside the lead apron over the left chest (B). One ring radiophotolumi-
nescence glass dosimeter (C) was worn on the right thumb under the 
sterile surgical glove (D).
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Fig. 2. Positions of the real-time dosimeter (A) exposed to 
radiation during fluoroscopy. The real-time dosimeter was se-
cured to the spinal interventionalist’s right forearm (at a point 5 
cm proximal to the ulnar styloid process) (B), on the left chest 
under the lead apron (C), and on the left chest over the lead 
apron (D).
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ter, 10 mL of the contrast medium Iohexol (Omnipaque, 
Amersham Health, Princeton, NJ, USA) was injected 
slowly through the lumbar puncture needle. All myelo-
grams were obtained in the lateral and prone positions, in 
both the anteflexion and retroflexion positions. Free flow 
of the contrast medium was noted up to the lower dorso-
lumbar region under fluoroscopy. Posteroanterior, lateral, 
and the 45° right and left oblique views were obtained at 
the required levels. Radiographic images were also ac-
quired in the standing position.

The following was the procedure for selective nerve root 
block and facet joint block. The injections were adminis-
tered with the patient lying prone on the X-ray table. After 
sterile preparation, the puncture point was determined 
by obtaining an oblique fluoroscopic view of the specific 
nerve root or facet joint. Under repeated fluoroscopic 
screening, a 22-gauge spinal needle was advanced and po-
sitioned near the target nerve or facet joint. After injecting 
1 mL of the contrast medium, we confirmed the correct 
placement of the needle and acquired posteroanterior and 
oblique view radiographs. Thereafter, 1 mL of 2% lido-
caine was injected.

For each procedure, we obtained data regarding the 
duration of fluoroscopy and the amount of radiation ex-
posure to the surgeon. Statistical analysis was performed 
using the Wilcoxon t-test. This study was approved by 
the Institutional Review Board of Kagawa Rosai Hospital 

(approval #318).

Results

Sixteen patients underwent a fluoroscopic procedure in 
August, 18 in September, and 18 in October. Myelography 
was performed in 22 patients, myelography with selective 
nerve root block in 25, selective nerve root block in 2, and 
facet joint block in 3.

The average duration of fluoroscopy per procedure was 
3.7 minutes (range, 1.2–12.0 minutes). The average radia-
tion exposure dose per procedure, as measured by the 
real-time dosimeters, was 14.9 μSv, 125.6 μSv, and 200.1 
μSv inside the lead apron over the left chest (protected), 
outside the lead apron over the left chest (unprotected), 
and on the right forearm (unprotected), respectively (Fig. 
5). As expected, to determine the effectiveness of the lead 
aprons, among the real-time dosimeters worn over the 
chest, the one worn inside the lead apron recorded sig-
nificantly lower radiation doses than the unprotected one 
worn outside the lead apron. Importantly, the real-time 
dosimeter secured on the right forearm, which was held 
close to the X-ray beam, recorded significantly higher 
radiation doses than the unprotected real-time dosimeter 
worn outside the lead apron over the left chest.

Table 1 shows the radiation exposure doses recorded by 
the radiophotoluminescence glass dosimeter secured over 
the left chest inside the lead apron (protected) and the ra-
diophotoluminescence glass ring dosimeter worn on the 
right hand thumb (unprotected). The protected radiopho-
toluminescence glass dosimeter over the left chest, which 

Fig. 4. Position of the spinal interventionalist, patient, and radiation 
beam source. The primary radiation and scattered radiation (curved 
arrows) to the spinal interventionalist.
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Fig. 5. Average radiation exposure dose for each real-time dosimeter 
per procedure. a)p<0.001; b)p=0.007.
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accumulated the effective whole-body dose for 1 month, 
recorded less than the minimum reportable dose in all the 
3 months of the study period. On the other hand, the ra-
diophotoluminescence glass ring dosimeter, which accu-
mulated the radiation doses measured at the right thumb 
for each month, recorded 122 mSv, 120 mSv, and 126 mSv 
for August, September, and October, respectively.

According to the ICRP guidelines, the permissible an-
nual individual radiation dose for the skin and extremi-
ties is <500 mSv. In this study, the total of occupational 
radiation exposure doses received at the finger for the 3 
months of the study period was 368 mSv—extrapolated 
over a year, the annual radiation dose for the finger would 
be 1,472 mSv, which is almost three times the annual per-
missible limit.

Discussion

Orthopedic surgeons are exposed to ionizing radiation, 
both direct and scattered, during various procedures. 
Several studies have shown that the radiation doses dur-
ing the use of a fluoroscope alone for various orthopedic 
procedures fall within the annual allowable dose for 
occupational radiation exposure [15,16]. However, the 
absolute exposure to orthopedic surgeons must be cal-
culated on an individual basis, taking into account that 
radiation exposure is cumulative over a lifetime. At pres-
ent, the long-term effects of low-dose radiation remain 
unknown [17].

In the case of orthopedic surgeons, the amount of ra-
diation exposure cannot be kept at nil but it can be mini-
mized as far as possible, according to the “as low as rea-
sonably achievable” (ALARA) principle [18]. The cardinal 
principles applied for radiation protection are as follows: 
(1) maximize the distance from the radiation source, (2) 
use shielding materials, and (3) minimize exposure time.

The results of the current study showed that during 
spinal procedures, occupational radiation exposure to the 
upper extremity was significantly greater than that to the 

chest. In particular, with regard to the fingers, the extrap-
olated annual cumulative dose was considerably higher 
than the annual permissible dose limit stipulated by ICRP. 
This is because the hands and fingers of the intervention-
alist are often unavoidably exposed directly to the X-ray 
beam. Furthermore, the fluoroscopic device used by the 
interventionalist in this study was of the over-table type, 
where the X-ray beam is irradiated from top to bottom, 
leading to the hand and fingers being directly exposed to 
the X-ray beam without attenuation, in addition to the 
scattered radiation from the body of the patient. In the 
under-table type of fluoroscopic device, the X-ray beam is 
irradiated from the bottom to the top, which will substan-
tially attenuate radiation exposure if the hand and fingers 
of the interventionalist stray into the path of the primary 
X-ray beam.

In this study, the average duration of fluoroscopy per 
procedure was 3.7 minutes, which appears to be slightly 
long. This is because a slightly longer fluoroscopy duration 
was required to achieve clear contrast of the nerve root 
and facet joint. To shorten the duration of fluoroscopy, 
pulsed fluoroscopy or single-shot fluoroscopy should be 
used, rather than continuous fluoroscopy. Pulsed fluoros-
copy reduces the overall exposure by 20%–75% [19,20].

The spinal interventionalist stood next to the patient 
throughout the procedure, performing the spinal pro-
cedure and instructing the patient about the position 
required to obtain clear radiographic images. Exposure to 
radiation decreases with an increase in the distance from 
the source. Given that the intensity of radiation at a point 
is inversely proportional to the square of distance, the 
hands of the interventionalist should be placed as far as 
possible from the irradiated part of the patient.

Statistical analysis showed that the radiation exposure 
inside the lead apron was significantly less than that 
outside it, indicating that the lead apron was effective in 
markedly reducing radiation exposure. With a view to 
reducing the amount of radiation exposure of the hands 
and fingers of the interventionalist during fluoroscopy, the 

Table 1. Measurements made by the radiophotoluminescence glass dosimeter placed in front of the chest and the ring radiophotoluminescence 
glass dosimeter over 1 month

Dosimeter August September October

Chest, inside the apron (protected) × × ×

Right thumb (unprotected mSv) 122 120 126

×, indicates that the dosimeter recorded less than the minimum reportable dose.
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effectiveness of lead gloves needs to be assessed in future 
studies. Mechlenburg et al. [21] reported that lead gloves 
showed poor absorption in their study. However, the 
manufacturer of the gloves claims that the gloves can at-
tenuate radiation from primary X-ray beams of 100 kV by 
26%, while also stating that the gloves are not intended for 
use in the path of or adjacent to the primary X-ray beam. 
The purpose of the gloves is to reduce the amount of scat-
tered radiation exposure to the hands during fluoroscopy.

Future research needs to determine the benefits of col-
limation with regard to the radiation exposure of the 
hands and fingers of the interventionalist. All fluoroscopic 
equipment has the ability to collimate the beam, whereby 
the aperture can be reduced in size before the X-ray 
beam is emitted. Collimation reduces the beam area and 
enhances contrast, thereby decreasing the radiation expo-
sure of the orthopedic surgeons [22].

This study has two limitations. First, the radiation ex-
posure dose by the maneuver of each nerve root block 
and myelography alone are not differentiated. Second, the 
subject is only one person. However, this study revealed 
accurately the radiation exposure to the finger of a spinal 
interventionalist performing fluoroscopically guided spi-
nal procedures.

To summarize, our study revealed that although the 
estimated effective whole-body annual dose received by 
the spinal interventionalist while performing spinal pro-
cedures is very low, radiation exposure to the dominant 
hand and fingers is likely to exceed the annual dose limit 
set by ICRP. Therefore, we recommend that spinal inter-
ventionalists take special care to note the position of their 
hands and fingers during fluoroscopy and make the neces-
sary adjustments to limit the duration of fluoroscopy and 
radiation exposure. Additional epidemiologic studies are 
necessary to accurately determine the cumulative effect of 
low-dose radiation exposure from fluoroscopy to arrive 
at meaningful conclusions regarding lifetime exposure  
risks.

Conclusions

The cumulative radiation dose during fluoroscopically 
guided spinal procedures measured at the dominant hand 
may exceed the annual dose limit specified by the ICRP. 
Spinal interventionalists should take special care to limit 
the duration of fluoroscopy and radiation exposure.
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